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AS/NZS 4308:2023 - Certificate of Compliance 

 
 

Prepared for Thermo Fisher 
 

MicroScreen2 Drug Screening Cup [CDCLMSCA-6MBAU-150] 
Lot#: FDOA2503078-S, Expiry 2027-03-26 

 
The MicroScreen2 Drug Screening Cup [CDCLMSCA-6MBAU-150] was tested in accordance with 
Appendix B.4 – “Verification of performance of devices used for the collection, onsite testing, 
transportation and storage of urine specimens – Onsite drug screening devices”, of the Australian and 
New Zealand Standard AS/NZS 4308:2023. 
 
The MicroScreen2 Drug Screening Cup [CDCLMSCA-6MBAU-150] was shown to satisfy the specified 
performance criteria when results are interpreted as described in the package insert (Number 
RP5800984, Effective Date 2021-01-05). 
 
Drug groups verified are amphetamine, methamphetamine, benzoylecgonine, opiates, THC-COOH and 
benzodiazepines. 
 
Results of the verification procedure used to assess compliance of the MicroScreen2 Drug Screening 
Cup [CDCLMSCA-6MBAU-150] have been documented and are available to any requesting authority 
or accrediting agency. 
 
 

 

 

 
David Batty 
Laboratory Director 
 
29 May 2025 
 

 

 

 


